g, MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
BUSTH ! } STATE PUBLIC HEALTH LABORATORY RECEIVED
‘ifi . }BREATH ALCOHOL PROGRAM By Carol Day at 12:24 pm, Jul 14, 2014
=

INTOX DMT MAINTENANCE REPORT REPORT #1
Complete this report at the time of the regular monthly prevenlive maintenance check (not to exceed 35 days).

Complete this report whenever the instrument is serviced or repaired and whenever it is placed into service.
Retain the eriginal and send a copy within 15 days to the Breath Alcohol Program, DHSS.

INTOX DT 8H MAME CF AGENCY DA OF HSPECTION
500079 Missouii State Highway Patrol 07/10/2014
LCCATIGH (_a; STRUNENT (STREET AND CII‘Q . THE GF INSPECTION

65 Business Park Dr., Troy, Missouri 63379 13:31:44

CHECKLIST; Place a mark in the box by each item If found to be satisfactory or is operaling within established limits. (Whrite in ebserved
values where determined). Unmarked items must be corrected before using instrument.

DIAGNOSTIC RECORD

DATE AND TIME _07/10/2014 13:31:46

DETECTOR

PROGRAM bt FILTER 1
SAMPLE CHAMBER_48.8°C FILTER 2
il BREATH TUBE 47.5°C Kl FILTER 3

i PUMP Kl INTERNAL STANDARD

BREATH ANALYZER ACCURACY STANDARDS
0 SIMULATOR STANDARD

1 COMPRESSED ETHANOL-GAS MIXTURE

] STANDARD SUPPLIER_ILMO LOT#_219136G80A5 EXP. DATE _09/01/2015
] SIMULATOR TEMP (34°C £ 0.2°C) SIMULATOR SN SIMULATOR EXP DATE

K] CALIBRATION CHECK - (ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REPORT])
Run three tests using a standard. All three tests must be within +5% of the standard value and must have a spread

of .005 or lass. Mark the box corresponding to the standard being used.
[] 0.10% STANDARD - MUST READ BETWEEN 0.085% AND 0.105% INCLUSIVE

Kl 0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
{1 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE
TEST 2: 0.078

TEST 3: 0.078

TEST 1:0.079
! PERFORMR.F.|. TEST
INDICATE THE NUMBER GF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS: O 0-.04: 50 .05-09: 0 0-14: 0 5490 0 OVER 191

LISE ANY MEW PARTS AND CESCHIBE ANY ALTERATION OR MODFICATICN THAT WAS MADLE 1O HESTORI THE (NSTRURENT TO QPERATE SATISEACTORILY ANDWITHIN
ESTARISHED LIMITS (USE OTHER SIDE F RECESSARY)

DRINF FULL NARE

STEVE M BIELAWSK]

TYPE T EERMIV KUMEBHR EXPIRATION DATE TELEPRCHE NUYBER

240045 03/07/2016 636-300-2800

'Rr TURN COMPLETED REPORT TO THE Breath Alcohol Program, MO Department of Health and Senior Services
i Southeast District Office
: 2875 James Blvd, Pop ar Bluff, MO 63901
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specialty gase

7 Eastgate Dr. < P.O. Box 790 * Jackscaville, IL §2651-07%0

217-245-2183 « Fax:217-243-7634 + wwewilmoproducts.com
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Certificate of Analysis
Certificare 3 5181
Part ¥ BAC1@5Le80T
Cylinder Size! 1851
Lot Numbar: 21913682A5
Ewnlration: g9/1/2615

0.080 BAC (For use with breath aleoho! testing instruments)

Contants: 105 Liters @ 1000 psig 70°F (21°C)

Componant: Concantrationt Accuracy: Muathod:

cthanot 26B.4 ppm +1 0002 or 2% NDIR
BAC whichever

Nitrogen Balance is greater

ANIST Scandarc Referenca Material

Cyiindar No. CCI4290G/ Job No. 091560202
Certlffed 212.% umol/mol Ethanel in Nitrogen
for ILMC Procucis Co,, Jacksonville, 1L
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" Acoredited Laboratory,

/
CHMi Inc.

314 East Ninth Street
Owensboro, KY 42303
Phone 8456-835-0690
woaw.alcoholtast.oom
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() o BREATH ALCOHOL PROGRAM

o STATE OF MISSOURI
o DEPARTMENT OF HEALTH AND SENIOR SERVICES

pladae ®
TYPE Ii

STEVE M BIELAWSKI

is hereby authorized to instruct and supsivise operators, Irain inslructars, inspect; calibrale, perform field service and repairs,
and operale the lollowing breath analyzer(s):

i DATAMASTER, INTOX DMT -

for ihe determination of the aicohollc conterit of blood from a sample of expired air. Permit issued under the provisions of sections
577.020 through 577,041, RSMo and 306,111 through 308,119 RSMo.

g i
DATE . /12014 Ls et e
DIRECTOR OF STATE PUBLIC HEALTH LABORATORY
NUMBER 240045 - :
\23-0«9. \)CL&-)(-&AQT’
EXPIRES 3/7/2016__....... S A ——
DIRECTOR OF DEPARTMENT OF HEALTH AND SENIGR SERVICES

LAkt {135.16)

130 S80-07 71 (6-10)

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SEN:OR SERVICES
BREATH ALCOHOL PROGRAI

INSTRUMENT OPERATOR CARD

The named cardholder s aulhorized to operate an evidential brgath slcohol
insirumant for the determbation of e alcobalic contect in breath form of axpired o

!

TR

Operator  BIELAWSKI, STEVE

Parmlt No 240045
Date fssusd 37712054 Dalo Expires 3/7/2016




